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oreign bodies are frequent sequelae of trauma or
herapeutic intervention in the head and neck region
nd are responsible for up to 3.8% of all pathologic
ndings. Dependent on the type of trauma, composi-
ion and location of foreign bodies vary consider-
bly.1-3 Foreign bodies frequently found in dentistry
re amalgam particles or endodontic instruments. The
ost frequent particles in the soft tissue of head and
eck are needles, bullet fragments, metal, and glass.4

Possible negative effects, such as inflammation, dis-
urbed wound healing, or even intracranial abscess,5

arrant foreign body removal, whenever possible, at
easonable risk. The task of imaging is to provide accu-
ate detection and localization of the foreign body and
urrounding anatomy, with a goal toward reducing sur-
ical risk for the patient.6 Various imaging modalities,
uch as plain x-ray, computed tomography (CT), mag-
etic resonance imaging (MRI), and ultrasound, are used
o detect foreign bodies.7,8 In dentistry and maxillofacial
urgery, panoramic x-ray is performed for first diagnosis.
dditional radiographs in other planes or CT scans allow
ore exact localization.5,9

A recent development that offers a potential alter-
ative to conventional CT is cone-beam computed
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1880
omography (CBCT). In conventional CT, volume im-
ge data are acquired with the use of a fan-shaped
-ray beam and strip-shaped detectors. The x-ray
ource and the detector rotate repeatedly around the
atient’s body, which is advanced step by step or
ontinuously (spiral CT) through the gantry. The axial
xtent of the scanned volume is determined by ad-
ancement of the patient through the gantry. In con-
rast, in CBCT, a cone-shaped x-ray beam and a 2-di-
ensional detector rotate around the patient only

nce. The patient’s body is not moved. Hence, the
imension of volume in the axial direction is deter-
ined on the basis of the geometry of the cone beam

nd the detector.
This concept has been adopted for imaging in oral

nd maxillofacial surgery and dentistry. Devices with
ifferences in size of the scanning volume, image
esolution, and patient position have been intro-
uced.10,11 Some devices have a particularly small
olume of interest (VOI) but very good image quality,
hich can make them useful, for example, for high-

esolution imaging of single teeth.12,13 Other devices
ith lesser resolution but larger VOIs have been in-

roduced as well for use in dental implant planning,
MJ assessment, or assessment of craniofacial frac-

ures, or in orthodontics for the assessment of growth
nd development.14-16

One of these devices is the NewTom QR DVT 9000
QR, Verona, Italy), which was used in this study. The
erm digital volume tomography (DVT) was coined by
he manufacturer of this device and hence designates
his particular implementation of the concept of
BCT. Thus, all statements about DVT are valid for

he NewTom 9000 in particular but not for CBCT in
eneral.
Previous studies have shown that DVT imaging

ndeed requires a lower radiation dose than is used
ith conventional CT,17-19 and it offers a reasonable

mage quality.20 The use of DVT imaging for the
etection of foreign bodies has been shown in a

revious study.21 The goal of this study was to assess
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EGGERS ET AL 1881
ow DVT compares with CT in the detection of for-
ign bodies, and to determine whether it could be an
quivalent alternative for clinical use. In this system-
tic comparative study, foreign bodies were imaged
ith the use of CT and DVT.

aterials and Methods

FOREIGN BODIES

Because the goal of this study was to compare the
etection limits of CT and DVT for typical foreign
odies, cuboid particles of typical foreign body sub-
tances were created in sizes ranging between 20
m3 and 0.04 mm3 (Table 1). At first, the largest

amples were used to determine whether the sub-
tance was visible at all on CT and DVT. Additionally,
adio-opacity on CT image was measured in
ounsfield units.
For each substance, all samples of various sizes
ere imaged so that a size threshold could be deter-
ined for detection of the respective substance; for-

ign body samples were placed in boxes made of
crylic glass. Detection of a foreign body on imaging
s always done in contrast to the surrounding tissue.
ence, to simulate possible clinically relevant loca-

ions, foreign bodies were imaged in various sur-
oundings:

● Foreign body in air: Foreign bodies were placed
in empty caskets.

● Foreign body in muscular tissue: Foreign bodies
were embedded 0.5 cm deep in pieces of fresh
pork meat in caskets.

● Foreign body on bone surface: Foreign bodies
were placed within samples of porcine bone
with adherent muscular tissue. A slot was in-
serted into the muscle, and the foreign body was
placed directly onto the surface of the bone. The

Table 1. SUBSTANCES THAT WERE INVESTIGATED AS F

Substance 1 2 3 4

malgam* 18 5.3 2.8 1.2
lass 19 5.42 2.83 1.22
sphalt 17.6 4.3 2.8 1.23
ooth 18.7 6.19 2.93 1.13
esin† 19 5.5 3 1.2
ry wood 18.5 4.5 2.75 1.6

*Dispersalloy, Dentsply International, York, Philadelphia, PA.
†Durafil VS, Heraeus Kulzer, Hanau, Germany.

ggers et al. Volumetric X-ray–Based Foreign Body Imaging. J O
incision was sutured.
E
J

IMAGING

DVT imaging was performed with the NewTom QR
VT 9000 (Fig 1), which is designed particularly for

maging of the head. During imaging, the x-ray tube
nd the detector rotate 360° around the fixed head-
est. An image is taken within every degree of rota-
ion. The detector is composed of an image amplifier
ith an 8 � 8-inch window and an amplification of

2:1. A charge-coupled device (CCD) with a matrix of

IGURE 1. Digital volume tomography with the NewTom QR DVT
000.

N BODIES AND VOLUME OF THE SAMPLES (MM3)

ple Number

6 7 8 9 10

0.46 0.3 0.19 0.11 0.05
1 0.38 0.32 0.23 0.13 0.06
5 0.41 0.31 0.21 0.12 0.06

0.47 0.37 0.2 0.11 0.04
8 0.43 0.39 0.22 0.1 0.06

0.42 0.3 0.19 0.11 0.06

xillofac Surg 2007.
OREIG

Sam

5

0.7
0.7
0.8
0.8
0.7
0.8
ggers et al. Volumetric X-ray–Based Foreign Body Imaging.
Oral Maxillofac Surg 2007.
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1882 VOLUMETRIC X-RAY–BASED FOREIGN BODY IMAGING
52 � 582 pixels is used for image data acquisition.
assettes are placed in the middle of the gantry, with
VTs used as an integrated laser for positional adjust-
ent. Before imaging starts, the current of the x-ray

ube is adjusted automatically in a pre-scan so that the
adiation dose is minimized. Hence, in this study, cool
acks were placed around the boxes that contained

oreign bodies to ensure sufficient absorption for au-
omated x-ray tube adjustment. The voltage was al-
ays 110 kV; the maximum current of the system is

pecified as 15 mA.
The VOI measured was cylindrical with a height of

0 cm in longitudinal axis and a diameter of 12 cm.
esultant volume data sets consisted of pixels with an
dge length of 0.3 mm in the x-y plane. Reconstruc-
ion was performed in the z-axis with slice thickness
f 1 mm.
CT was performed with a 4-slice spiral CT scanner

Sensation 4; Siemens, Forchheim, Germany). The pa-
ameters of the imaging protocol were as follows:
ollimation, 1 mm; voltage, 120 kV; and current, 100
A. Image data were reconstructed at a slice thick-

ess of 1 mm.

ANALYSIS

CT and DVT images were viewed using TomoCon
.0 (TatraMed, Bratislava, Slovakia). Axial, coronal,

IGURE 2. Screenshot of TomoCon 3.0 software: Triplanar (sagittal
issue, marked with cross-hairs. It is clearly visible in all planes.
ggers et al. Volumetric X-ray–Based Foreign Body Imaging. J Oral Ma
nd sagittal planes were reconstructed from the im-
ge data and were shown simultaneously on the com-
uter display (Fig 2). The gray scale value (in DVT) or
ounsfield units (HU; in CT) of every voxel could be
isplayed. The level and window settings of the dis-
lay were adjusted to improve contrast between the

oreign body and its surroundings. A foreign body was
raded as visible when it could be identified in at least
of 3 orthogonal planes of the image. Evaluation was
erformed jointly by 2 observers, who were aware of
he existence of the foreign bodies. They were free to
djust window and level settings as needed to identify
he foreign bodies.

esults

VISIBILITY OF SUBSTANCES

On plain imaging in air, all large (approximately 20
m3) foreign body samples were easily visible on CT

nd DVT images. In either imaging modality, they had
higher gray scale level than the surrounding air.

adio-opacity of substances in HU, as measured on
T, varied considerably between 30 and 3,070 HU

Table 2). In contrast, the radio-opacity of the sur-
oundings was 0 HU for air, 70 HU to 176 HU for
uscle, and 1,738 HU to 1,953 HU for cortical bone.

al, and axial) view of a highly radio-opaque foreign body in muscle
, coron
xillofac Surg 2007.
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EGGERS ET AL 1883
Foreign Body Visibility in Air
Imaging of rows of particles with decreasing vol-

me in surrounding air yielded varying detection lim-
ts according to the substance and imaging modality
sed. In DVT imaging, the smallest amalgam particle
as detectable, and most of the glass, asphalt, tooth,

nd resin samples were identified. The detection limit
or wood was the highest. Detection of foreign bodies
n CT imaging was similar. However, slightly smaller
amples could be identified for most substances
Table 3).

Foreign Body Visibility in Muscle
When foreign bodies were imaged surrounded by
uscular tissue with the use of DVT, the size of the

mallest detected sample remained unchanged for
malgam (0.05 mm3) and asphalt (0.31 mm3), and
ose slightly for glass (0.32 mm3 vs 0.23 mm3) and
ooth (0.47 mm3 vs 0.37 mm3). Detection limits for
esin and wood probes rose markedly (3.00 mm3 vs
.39 mm3 and 18.5 mm3 vs 0.80 mm3, respectively).
In contrast, CT imaging in muscular tissue did not

hange the detection limits for amalgam, glass, as-
halt, or tooth. The detection limit for resin (0.39

Table 2. RADIO-OPACITY OF THE INVESTIGATED
FOREIGN BODY SUBSTANCES AND
SURROUNDINGS

Foreign Body Opacity on CT Scan

Amalgam* 3040 . . . 3070 HU
Glass 2600 . . . 2900 HU
Asphalt 3000 . . . 3040 HU
Tooth 2500 . . . 3000 HU
Resin† 460 . . . 857 HU
Dry wood 30 . . . 130 HU

*Dispersalloy, Dentsply International, York, Philadelphia, PA.
†Durafil VS, Heraeus Kulzer, Hanau, Germany.

ggers et al. Volumetric X-ray–Based Foreign Body Imaging.
Oral Maxillofac Surg 2007.

Table 3. VOLUME OF THE SMALLEST PARTICLES
DETECTABLE IN AIR OR MUSCLE (mm3)

Substance

Imaging in Air
Imaging in

Muscle

DVT CT DVT CT

malgam* 0.05 0.05 0.05 0.05
lass 0.23 0.13 0.32 0.13
sphalt 0.31 0.12 0.31 0.12
ooth 0.37 0.2 0.47 0.2
esin† 0.39 0.22 3 0.39
ry wood 0.8 0.8 18.5 2.75

*Dispersalloy, Dentsply International, York, Philadelphia, PA.
†Durafil VS, Heraeus Kulzer, Hanau, Germany.
e
ggers et al. Volumetric X-ray–Based Foreign Body Imaging.
Oral Maxillofac Surg 2007.
m3 vs 0.22 mm3) and dry wood (2.75 mm3 vs 0.80
m3) rose less than with DVT imaging (Table 3).

Foreign Body Visibility on Bone
When located at the margin between muscle and

one, wood and resin particles measuring about 3
m3 remained invisible on CT or DVT; all other

ubstances were easily detected (Table 4).

iscussion

Foreign body imaging depends on the interaction
f the physical principle of the imaging system and
he properties of the foreign body. These must be
ompatible in such a way that a property of the
oreign body is measured, resulting in a signal on
maging. A non–radio-opaque foreign body does not
roduce a signal on x-ray–based imaging. Hence, the
omposition of a foreign body determines whether it
s visible on the image at all, and whether its size can
nfluence the intensity and dimensions on imaging.
hus, a foreign body might be overlooked when one
ethod is used and might be successfully detected
ith another method.2,3,5,22-25

Certain circumstances can impair the imaging of a
oreign body that is principally detectable by an im-
ging system. A foreign body might be invisible on
ltrasound imaging because it is located deep in the
ody, beyond the range of the scanner. Another pos-
ible situation might be a foreign body that is not
ound by DVT because of the device’s limited VOI.
he environment can also impair the detection of a

oreign body that may, for example, be hidden behind
structure that totally reflects the ultrasound waves.
rtefacts (eg, metal artefacts in CT or MRI imaging)

hat are caused by the surrounding anatomy may also
onceal the existence of an otherwise detectable for-

Table 4. DETECTION OF FOREIGN BODIES AT THE
BONE–MUSCLE MARGIN

Substance
Sample Size

(mm3)

Detected at the
Bone–Muscle

Margin in

CT DVT

malgam* 2.8 Yes Yes
lass 2.83 Yes Yes
sphalt 2.8 Yes Yes
ooth 2.93 Yes Yes
esin† 3 No No
ry wood 2.75 No No

*Dispersalloy, Dentsply International, York, Philadelphia, PA.
†Durafil VS, Heraeus Kulzer, Hanau, Germany.

ggers et al. Volumetric X-ray–Based Foreign Body Imaging.
Oral Maxillofac Surg 2007.
ign body.
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1884 VOLUMETRIC X-RAY–BASED FOREIGN BODY IMAGING
The foreign body becomes visible when resultant
maging information differs from that of its surround-
ngs. CT or DVT measures radio-opacity in the VOI. As

ith plain x-ray imaging, a highly radio-opaque for-
ign body is more easily detected in an environment
hat is surrounded by lower radio-opacity.

In this study, substances were evaluated that are
ypically found as foreign bodies in the head and neck
egion.1-3,26 In contrast to previous in vitro stud-
es,1,8,25,27 we tried to provide a realistic environment
or specimens so that a clinically relevant statement
ould be made about the imaging capabilities of in-
estigated scanners. Foreign bodies are found in air-
lled cavities like the maxillary sinus or stuck in soft
issues like the tongue, or they may be located on the
urface of bone (eg, through intraoperative disloca-
ion of an instrument).

The radio-opacity of substances was measured on
T image because HUs of the gray scale level image
re calibrated. In contrast, the gray scale level image
rom the DVT provides no absolute measure of the
hysical properties of investigated matter. Foreign
ody substances can be divided into 2 groups: those
ith high radio-opacity in excess of 2,500 HU (amal-

am, asphalt, tooth, glass), and those with radio-opac-
ty below 1,000 HU (wood, resin). In air, samples of
ll substances were visible on CT and on DVT imag-
ng. The minimum size of samples to be detected did
ot vary considerably. CT was marginally more sensi-
ive than DVT (Table 3). However, when foreign
odies were immersed into muscle tissue, the radio-
pacity of the surroundings was greater and more
imilar to that of the group of low–radio-opacity for-
ign bodies. The requirements for image contrast be-
ame greater. Hence, foreign body detection on DVT
maging was affected much more by this change in
urroundings than was CT imaging, particularly in
oreign bodies of low radio-opacity.

Finally, we wanted to investigate the most difficult
ituation for foreign body imaging—the location of
he foreign body at a region with a steep gradient
rom high to low radio-opacity: the margin between
one and muscle. Foreign body samples with a size of
pproximately 3 mm3, which might be clinically rel-
vant for surgical removal, were investigated. Foreign
ody samples of high radio-opacity could be identified
ith either method, and samples with low radio-
pacity were invisible on both CT and DVT images
Table 4).

These observations are a result of the imaging pro-
ess; a foreign body becomes visible when the gray
cale level at its location differs sufficiently from that
f the surroundings. Hence, when the radio-opacity of
foreign body and that of its surroundings converge,

he gray scale level difference on imaging diminishes.

nother factor is the inherently limited spatial resolu- t
ion in volume imaging. The scanned volume is sep-
rated into discrete partial volumes (voxels). The
oxel size was similar (ie, 0.3 � 0.3 � 1.0 mm) with
oth imaging modalities. If a foreign body fills only a
art of the voxel, resultant gray scale value assigned
o the voxel is a function of the average radio-opacity
f that voxel. Hence, the contrast between the for-
ign body and its surroundings is reduced. This effect
educes particularly the detectability of smaller for-
ign bodies. DVT has a low level of contrast, with
nly 256 gray scale levels included in the resultant

mage. CT values (HU) have a range between �1,000
nd 4,096 and provide far better contrast on the
esultant image. This explains the difference in detec-
ion results.

CLINICAL RELEVANCE

CT is routinely used for foreign body imaging.28-30

ize and shape of the foreign body can be reproduced
ccurately.1 Exact localization of the foreign body,
rerequisite for successful surgical removal, is possi-
le.31 It is less examiner-dependent than ultrasound1,7

nd can be performed in patients with severe open
njuries.

Basically, CT and DVT performed similarly in the
maging of foreign bodies under various conditions.
ecause the methods of image generation of DVT and
T are closely related, this was no surprise. However,

he lower contrast of DVT images resulted in notice-
ble yet clinically irrelevant differences in the detec-
ion of foreign bodies.

In air, all substances were detected down to a
olume of less than 1 mm3 with either method. Al-
hough DVT would detect highly radio-opaque sam-
les of less than 1 mm3 located in muscle tissue, CT
as clearly superior in the imaging of foreign bodies
f low radio-opacity. However, this is no clinically
elevant advantage of CT because both methods failed
qually in the imaging of rather large samples of low
adio-opacity located close to bone.

CT is not suitable for wooden foreign bodies.29

ith these, MRI is the better imaging modality, par-
icularly in T1-weighted imaging.1,15,27 However, MRI
s problematic in that ferromagnetic foreign bodies

ay cause artefacts1,8 and may become dislocated by
he magnetic field of the MRI, with the consequence
f additional injuries.5 Although the reduced image
uality of DVT is without clinical relevance for for-
ign body imaging, DVT offers considerable advan-
ages over conventional CT: first, the cost of the
evice is considerably lower, with prices below
300.00. Second, a DVT can be run by a dentist or a
hysician with appropriate qualifications, but a CT
an be used only by radiologists.
Finally, the dose of radiation the patient is exposed
o with DVT is considerably lower than that associ-
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EGGERS ET AL 1885
ted with other imaging modalities. In recent studies,
arious devices for maxillofacial imaging based on the
BCT principle were compared. Although it was

ound that the radiation dose of CBCT devices from
arious manufacturers varied considerably,19 the ex-
osure levels of CBCT imaging in general are between
hose of conventional radiographs and conventional
T imaging.32 In a comparison of DVT and digital
anoramic imaging, the effective dose for the New-
om 9000 was 36.9 �Sv, and for the OrthoPhos Plus
S, it was 6.3 �Sv.18 However, because the effective
ose of DVT is 8 to 10 times lower than that of
onventional CT,33 a considerable reduction in radia-
ion exposure can be achieved.

DVT is a less costly alternative to CT that delivers a
ower radiation dose to the patient. Because of its
ower level of contrast, the image quality of DVT is
ot as good as that of CT. Resultant differences in
etection threshold for highly radio-opaque foreign
odies are not clinically relevant. DVT is as suitable
s CT for the detection of highly radio-opaque for-
ign bodies, as long as the limited VOI is not a
imitation. The patient benefits from the consider-
bly lower level of exposure to radiation. For the
etection of foreign bodies of low radio-opacity,
oth methods are unsuitable, and MRI seems to be
ost appropriate.
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